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This study aimed to evaluate the performance of the Panbio
TM

 Covid-19 Ag Rapid Test (Abbott) in a 
medical center in Ouagadougou. The Panbio

TM
 COVID-19 Ag test was evaluated from January 26 to 

March 31, 2021 in symptomatic and asymptomatic patients in the medical Centre of Kossodo. A total of 
268 individuals were tested by both SARS-CoV-2 RT-PCR, and antigen RDT. Of these 268 individuals, 52 
were positive and 216 were negative for COVID-19 RT-PCR. The performance parameters of the test and 
its Kappa agreement with the RT-PCR were calculated according to the presence or absence of 
symptoms in the patients on one hand, and according to the time onset of symptoms on the other hand. 
The sensitivity of the Panbio™ COVID-19 Ag Rapid Test ranged from 29.63% (95% CI: 13.75 to 50.18) 
among COVID-19 asymptomatic patients, to 87.5% (95% CI: 52.91 to97.76) among symptomatic patients 
with symptom onset time of 1-5 days. Similarly, the Panbio™ COVID-19 Ag Rapid Test specificity was 
97.3% (95% CI: 90.58 to 99.67) and 96.4% (95% CI: 91.81 to 98.82) in symptomatic and asymptomatic RT 
PCR negative patients. The Panbio™ COVID-19 Ag Rapid Test shows good performance in detecting 
COVID-19 cases in patients with a symptom onset time of less than seven (7) days. This performance is 
even better when the symptom onset is reduced to five (5) days. The results show that the antigen RDT 
is not suitable for   COVID-19 detection among asymptomatic patients. 
 
Key words: COVID-19, SARS-CoV-2, diagnosis, antigen test, rapid test, point-of-care. 

 
 
INTRODUCTION 
 

COVID-19 has  been  a  major  public  health  problem for  countries around the world since it emerged in December  
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2019 in Wuhan, People's Republic of China (Wu et al., 
2020). The SARS-COV-2 infection is undoubtedly one of 
the greatest pandemics that humanity has ever 
experienced.  According to new estimates by the World 
Health Organization (WHO), as of 30 August 2022, the 
global epidemiology estimates 599,071,265 confirmed 
cases of COVID-19 and 6,467,023 deaths (WHO, 
2021b). The African region, particularly Burkina Faso, 
seems to be relatively spared by the pandemic compared 
to the rest of the world  (Wamai et al., 2021). In Burkina 
Faso, as of 31 July 2022, the number of COVID-19 
officially reported cases was 21,204, including 387 
deaths (https://covid19.who.int/table).  

The current reference method for COVID-19 diagnosis 
is Real-Time Polymerase Chain Reaction (RT-PCR), 
which is specific for the detection parts of the SARS-CoV-
2 genome and the virus responsible for COVID-19 
(Carter et al., 2020; La Marca et al., 2020; Zhai et al., 
2020). This diagnostic method is only available in 
laboratories equipped with a molecular biology technical 
platform such as RT-PCR thermocyclers. It is performed 
on nasopharyngeal or oropharyngeal swabs, sputum or 
bronchoalveolar lavage samples (Zhai et al., 2020). 
According to standard protocols, RNA (ribonucleic acid) 
must be extracted and its presence confirmed by RT-
PCR (Carter et al., 2020; Zhai et al., 2020). 

This requires several steps and sometimes about 48 to 
72 h for the return of the results to the care staff, with the 
potential risk for further spread of the virus meanwhile. 
RT-PCR is the gold standard for detection of SARS-CoV-
2 virus. The application of a rapid antigen detection kit is 
limited by its sensitivity (Mak et al., 2021) 

Rapid tests for the antigen diagnosis of SARS-CoV-2 
have been developed (Carter et al., 2020; Deeks et al., 
2020; Dinnes et al., 2020; La Marca et al., 2020). They 
are easy to use outside the laboratory and provide results 
in less than 30 min. Rapid tests for the detection of 
SARS-CoV-2 antigens are recommended for use 
particularly in the diagnosis of COVID-19 in symptomatic 
cases, contacts of confirmed cases, outbreaks, and 
screening of high-risk workers such as health care 
workers. (Loho and Widodo, 2021; Sumita et al., 2018; 
Thakur et al., 2021; WHO, 2021a, 2021c; Yamamoto et 
al., 2021). It is expected that antigen tests with good 
clinical performance could be an alternative in the triage 
of symptomatic patients in health care settings, especially 
when access to RT-PCR is limited (WHO, 2021a). With 
the decentralization of SARS-CoV-2 diagnosis and 
infection control at land border crossings, West African 
countries, including Burkina Faso, are using RT-PCR 
(Sagna et al., 2021; Zoure et al., 2022) and increasingly 
the antigen testing in health centers and the surveillance 
of SARS-CoV-2 among travelers at land entry points. 
However, the performance of these tests evaluation has 
not been conducted in our context. This study proposed 
to evaluate the performance of the Panbio

TM
 Covid-19 Ag 

Rapid Test (Abbott) to contribute to the strengthening of 
access to biological diagnosis of COVID-19.   
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MATERIALS AND METHODS 
 
Study site 
 
The study was conducted in Ouagadougou, prior to the introduction 
of the vaccine against SARS-CoV-2 infection in Burkina Faso. 
Participants were recruited at the “Centre Médical avec Antenne 
Chirurgicale” (CMA) in Kossodo, Ouagadougou.  

 
 
Study type, period, and population 
 
A cross-sectional evaluation of the Panbio

TM
 COVID-19 Ag test was 

conducted between January 26 and March 31, 2021. 
The study population consisted of males and females of all ages 

who were seen at the COVID-19 screening center of the Kossodo 
Medical Center with Surgical Branch (CMA) with or without 
symptoms who consented to participate in the study. Participants 
were selected according to the following criteria: (i) male or female 
of any age, (ii) voluntary and willing to be diagnosed with COVID-
19, (iii) clinically suspected (symptomatic) or not of COVID-19. A 
subject suspected of having COVID-19 in an epidemic setting is 
defined as one with an acute onset of fever, cough or an acute 
onset of three or more of the following signs or symptoms: fever, 
cough, general weakness, fatigue, headache, muscle pain, sore 
throat, runny nose, difficulty breathing, lack of appetite, nausea, 
vomiting, loss of smell, diarrhea, mental disturbance and severe 
acute respiratory infection (SARI): with a history of fever (T°≥ 38°C) 
and cough; occurring within the last 7 days requiring hospitalization. 

Not included in the study were (i) patients with active nose 
bleeds, or with facial injuries and trauma or a condition that creates 
a mechanical barrier to safely obtaining samples; (ii) patients 
enrolled in a study to evaluate an investigational drug or vaccine; (iii) 
patients with nasopharyngeal specimens collected within the last 24 
h of enrollment and (iv) nasopharyngeal specimens collected more 
than 2 hours after patient enrollment. 

 
 
Sampling and sample size 
 
The authors enumerated patients meeting the above criteria 
(suspected COVID-19 disease cases) during the study period until 
the desired numbers of positive and negative tests were reached. A 
total of 268 individuals (symptomatic or not) were tested by both 
RT-PCR and antigen RDT. Of these 268 individuals, 52 were 
positive and 216 were negative for COVID-19 RT-PCR.  

 
 
Recruitment of participants and on-site testing procedure 
 
Recruiting 
 
Patients’ recruitment was carried out by the providers (an 
investigator, a sampling agent, and a laboratory technician) of the 
COVID-19 disease screening site at the Kossodo medical center. At 
the site, participants were examined for COVID-19 disease 
symptoms using the national checklist for COVID-19 disease 
screening. For individuals who consented to participate to the 
study, two nasopharyngeal swab samples were simultaneously 
collected, (i) for the on-site Panbio COVID-19 Antigen RDT, (ii) in 
Viral Transport Medium (VTM) for the SARS-COV2 RT-PCR 
reference testing in the laboratory. 

 
 

Nasopharyngeal swabs 
 
Two   nasopharyngeal  swabs   were  taken  from  each   patient   at  
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inclusion. One of the swabs collection material was provided in the 
Panbio COVID-19 Antigen kit (for on-site antigen testing) and the 
other using the regular swab and viral transport medium (VTM) for 
routine RT-PCR reference testing in the laboratory.  

Samples intended for RT-PCR were transported to the laboratory 
at the end of the day by the specialized service of the post office 
and stored at +4°C before being analyzed the same day following 
collection. 
 

 
Panbio

TM
 COVID-19 Ag  

 
The Panbio

TM
 COVID-19 Ag rapid test device is a lateral flow 

immunochromatographic test. It is a rapid in-vitro diagnostic test for 
the qualitative detection of SARS-CoV-2 antigen (Ag) in human 
nasopharyngeal swab specimens from individuals meeting the 
clinical or epidemiological criteria for COVID-19. The Panbio™ 
COVID-19 Ag Rapid Test Device is intended for professional use 
only and is intended to be used as an aid in the diagnosis of SARS-
CoV-2 infection. The product may be used in any laboratory and 
non-laboratory environment that meets the requirements specified 
in the instructions for use and local regulations. The Panbio

TM
 

COVID-19 Ag Rapid Test is supplied as a cassette containing a 
lateral flow test strip and can be stored at 2°C to 30°C. 

The Panbio
TM

 COVID-19 Ag rapid test was used according to the 
manufacturer's instructions. Direct swab specimens were tested 
immediately at the health facility after collection. Panbio

TM
 COVID-

19 Ag external control swabs (positive and negative) were tested 
with a Panbio

TM
 COVID-19 Antigen test each time a new kit was 

opened, for use. 
 
 
RT-PCR of SARS-COV-2 in the laboratory 
 
Nasopharyngeal samples taken in VTM tubes were used for routine 
RT-PCR of SARS-CoV-2, the reference method for confirmation of 
COVID-19 cases. RNA extraction with QIAamp Viral RNA Mini Kit 
(QIAGEN®) and amplification performed with kits made available to 
the laboratory by the Ministry of Health for the diagnosis of COVID-
19 in Burkina Faso. The amplification and testing interpretation of 
SARS-CoV2 results were done using the STANDARD nCoV Real-
Time Detection kit (SD BIOSENSOR, Inc. following the 
manufacturer’s instructions, blinded to the RDT results. The 
presence of SARS-CoV-2 RNA indicates an ongoing COVID-19 
infection. The Cycle Threshold for each sample was also collected 
to establish the viral load. 
 

 
Origin of the tests 
 
The Panbio

TM
 COVID-19 Ag Rapid Test was provided by Abbott 

Diagnostics for evaluation and the RT-PCR test was provided by 
the Ministry of Health of Burkina Faso as part for the routine 
diagnosis of COVID-19 disease in Burkina Faso.  

 
 
Data processing and analysis 

 
Data were entered into Excel and analyzed using Open-Epi 
software ((http://www.openepi.com ). For the Panbio

TM
 COVID-19 

Ag rapid test, the results obtained were compared with those of the 
RT-PCR, and its main performance characteristics were 
determined. For this purpose, the results of the Panbio

TM
 COVID-19 

Ag rapid test were classified into 2 categories (positive or negative 
results). Regarding, the known results of the RT-PCR method (a 
reference to the antigen RDT), the Ag-RDT results were classified 
into true positives (TP), false positives (FP), true negatives (TN), 
and   false   negatives  (FN)  on  a  double-entry  contingency  table  

 
 
 
 
(Table 2). Test sensitivity was calculated according to the formula 
(TP)/(TP+FN) and diagnostic specificity according to the formula 
(TN)/(TN+FP). In addition to the two main characteristics 
(Sensitivity and Specificity) of the diagnostic performance of the 
test, other test-specific parameters such as positive predictive value 
(PPV) and negative predictive value (NPV): PPV = TP/TP+FP and 
NPV=TN/TN+FN); the positive and negative likelihood ratios (LR+ 
and LR-); and the Kappa Coefficient of agreement between the 
antigen RDT and the RT-PCR tests. These characteristics were 
calculated with their 95% confidence intervals. The results of these 
calculations were expressed as a percentage. The Kappa 
coefficient of agreement was interpreted according to the criteria of 
Landis and Koch (1977) (Landis & Koch, 1977) as follows: Kappa 
<0, no agreement; 0 < kappa≤ 0.2 = slight agreement; 0.2< kappa < 
0.4 = moderate agreement; 0.4 <kappa≤ 0.6; moderate agreement; 
0.6<kappa≤0.8 = substantial agreement; 0.8<kappa≤1, near-perfect 
agreement. 

The results of antigen RDT evaluation are presented according to 
several situations: (i) The first according to the use of the Panbio™ 
COVID-19 Ag Rapid Test at any time regardless of symptoms, (ii) 
the second taking into account symptoms and time of onset in the 
diagnosis of suspected COVID-19 disease cases, and (iii) the third 
in COVID-19 disease asymptomatic patients.  
 
 

RESULTS 
 

A total of 268 participants were tested with both the RT-
PCR and the Panbio COVID-19 Rapid Antigen Test. The 
mean age was 39.7 years with ranges from 9 to 86 years. 
Males represented 62.3% (167/268) of the participants. 
Among the participants, 61.9% were asymptomatic 
(166/268), while 36.9% (99/268) had symptoms. The 
presence or absence of symptoms was not reported in 
1.2% (3/268) of the participants. For 29 of the 99 
participants with symptoms, the reported symptom onset 
periods were 1 to 5 days, for 47 participants the period 
was 1 to 7 days. Finally, 9 symptomatic participants had 
a symptom onset time greater than 7 days, while for 14 
symptomatic participants, the symptom onset time was 
unknown (Table 1).   
 
 

Performance of Panbio™ COVID-19 Ag Rapid Tests 
 
Tables 2, 3, 4, and 5 show the raw results and 
performance of the antigen tests in several situations 
compared with RT-PCR. It is shown that the sensitivity of 
the Panbio™ COVID-19 Ag Rapid Test ranges from 
29.63% (95% CI: 13.75 to 50.18) among patients 
asymptomatic for COVID-19 disease, to 81.82% (95% CI: 
52.3 to 94.86) in symptomatic patients with a symptom 
onset time of 1 to 7 days. Among patients with a 
symptom onset time of 1 to 5 days, and detected positive 
for SARS-CoV-2 by RT-PCR with a Ct value ≤ 33, the 
sensitivity of the Panbio™ COVID-19 Ag Rapid Test is 
estimated to be 87.5% (95% CI:52.91-97.76), compared 
to 80.0%  in those with a symptom onset time of 1 to 7 
days with a Ct ≤ 33. Overall, regardless of symptoms, the 
sensitivity is 50.0% (95% CI: 29.45 to 67.47) for Ct values 
≤ 33, compared with 29.2% (95% CI: 10.69 to 44.87) 
when the Ct value was greater than 33 (Table 5). 

http://www.openepi.com/
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Table 1. Socio-demographic characteristics of participants. 
 

Characteristics Number % 

Age (n=268) 
  

≤ 25 years 18 6.72 

>25 years 130 48.51 

Missing 120 44.78 
   

Sex (n=268) 
 

 

Male 167 62.31 

Female 101 37.69 
   

SARS-CoV-2 RT-PCR results (n=268) 
  

Negative 216 80.60 

Positive 52 19.40 
   

Clinical status (n=268) 
 

 

Asymptomatic 166 61.94 

Symptomatic 99 36.94 

Missing 3 1.12 
   

Symptoms onset  (n=99) 
  

1-5 days 29 29.29 

1-7 days 47 47.47 

> 7 days 9 9.09 

Missing 14 14.14 

Total 268 100 
 

Source: Authors 

 
 
 
Of 27 asymptomatic patients who tested positive by RT-
PCR, eight returned positive by Panbio™ COVID-19 Ag 
Rapid Test (29.6%). Among the 19 symptomatic patients 
who tested negative for Panbio™ COVID-19 Ag, 12 had 
a Ct value greater than 33, which is considered low 
contagious according to the literature (Al Bayat et al., 
2021; Platten et al., 2021). 

As for the specificity of the Panbio™ COVID-19 Ag 
Rapid Test, it was 97.3% (CI95%: 90.58 to 99.67) in 
symptomatic patients and 96.4% (95% CI: 91.81- 98.82) 
in RT-PCR negative asymptomatic patients.  
 
 
DISCUSSION 
 
Several rapid antigenic diagnostic tests for COVID-19 
disease have been developed since the appearance of 
SARS-CoV-2. Our study evaluated the performance of a 
Panbio™ COVID-19 test in a health care setting to guide 
their use in a local context. The Panbio™ COVID-19 test 
was commercially available in Hong Kong at the end of 
October 2020. In previous, study, the overall sensitivity of 
the Panbio kit ranged from 73.3% to 75.5% (Mak et al., 
2021). This study shows that the sensitivity of the 
Panbio™ COVID-19 Ag Rapid Test is 82% (95% CI: 
48.22 to 97.72) in  symptomatic  patients  with  a  time  to 

symptom onset ≤7 days. Among patients with a time to 
symptom onset ≤ 5 days, positive for SARS-CoV-2 RT-
PCR, and with a Ct value ≤ 33, the sensitivity of the 
Panbio™ COVID-19 Ag Rapid Test is estimated to be 
87.5% (95% CI:52.91 to 97.76). Some authors had 
previously shown that the SARS-CoV-2 virus viral load in 
throat or nasopharyngeal swabs peaks before the 5th day 
of symptom onset, and progressively decreases after this  
period (Wölfel et al., 2020).  

Regarding specificity, it was estimated to be 97.3% 
among symptomatic patients, and 96.4% among RT-PCR 
negative asymptomatic patients. These results agree with 
those provided by the manufacturer and confirm that the 
Panbio™ COVID-19 Ag Rapid Test can be an alternative 
to RT-PCR in the diagnosis of COVID-19 disease in 
symptomatic patients with a symptom onset time of fewer 
than 7 days, as suggested by the manufacturer. Indeed, 
according to the manufacturer, the sensitivity of the 
Panbio™ COVID-19 Ag Rapid Test is 93.3% among 
symptomatic patients with a time to symptom onset of 
fewer than 7 days according to the user's manual. Like 
the sensitivity provided by the manufacturer, which is 
comparable to our results (confidence interval 95% CI: 
52.91-97.76), the specificity of the Panbio antigen among 
symptomatic patients in our study also confirms that 
provided by the manufacturer (99.4%).  
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Table 2. Results of the Panbio™ COVID-19 Ag Rapid Test according to the symptomatic or asymptomatic profile of patients tested at first 
contact. 
  

Panbio™ COVID-19 Ag Rapid Test results on all patients tested at the first visit  

 RT-PCR  

 Positive Negative Total 

Panbio™ COVID-19 Ag Rapid Test Positive 21 07 28 

Panbio™ COVID-19 Ag Rapid Test Negative 31 209 240 

Total 52 216 268 

Results of Panbio™ COVID-19 Ag Rapid Test in symptomatic patients tested at the first visit 

 RT-PCR  

 Positive Negative  

Panbio™ COVID-19 Ag Rapid Test Positive 13 02 15 

Panbio™ COVID-19 Ag Rapid Test Negative 12 72 84 

Total 25 74 99 

Panbio™ COVID-19 Ag Rapid Test results in symptomatic patients tested with a symptom onset time of 1 to 5 days  

 RT-PCR  

 Positive Negative  

Panbio™ COVID-19 Ag Rapid Test Positive 7 0 7 

Panbio™ COVID-19 Ag Rapid Test Negative 1 21 22 

Total 8 21 29 

Panbio™ COVID-19 Ag Rapid Test results in symptomatic patients tested with a symptom onset time of 1 to 7 days 

 RT-PCR  

 Positive Negative  

Panbio™ COVID-19 Ag Rapid Test Positive 9 2 11 

Panbio™ COVID-19 Ag Rapid Test Negative 2 34 36 

Total 11 36 47 

Panbio™ COVID-19 Ag Rapid Test results in symptomatic patients tested with a time to onset of symptoms greater than 7 days 

 
RT-PCR  

Positive Negative  

Panbio™ COVID-19 Ag Rapid Test Positive 2 0 2 

Panbio™ COVID-19 Ag Rapid Test Negative 3 4 7 

Total 5 4 9 

Results of Panbio™ COVID-19 Ag Rapid Test in asymptomatic patients tested at the first visit 

 
RT-PCR  

Positive Negative  

Panbio™ COVID-19 Ag Rapid Test Positive 08 05 13 

Panbio™ COVID-19 Ag Rapid Test Negative 19* 134 153 

Total 27 139 166 
 

*8 patients out of 19 had a Ct value<=33 (6/19 for Orf1ab and 8/19 for E gene). 
     Source: Authors 

 
 
 
Our results agree other evaluations done on Panbio 
around the world. Indeed, during the second wave in 
Switzerland, for the Panbio COVID- 19 test, the clinical 
sensitivity was 81% and clinical specificity was 99.1%. 
Based on their findings, the diagnostic performance ofthe 
Panbio™Covid-19 test meet the criteria required by the 
WHO for Ag-RDTs (sensitivity ≥80% and specificity 
≥97%) in a high incidence setting in symptomatic 
individuals (Nsoga et al., 2021). 

In Spain, a multicenter evaluation of the Panbio™ 
COVID-19 test showed an overall sensitivity and 
specificity for the Panbio™ COVID-19 test were 90.5% 
and 98.8% respectively (Merino et al., 2021). Still in 
Spain, overall sensitivity was 60.0 % for the Panbio 
COVID- 19 test (Pérez-García et al., 2021). In the 
Netherlands, a prospective cohort study for SARS- CoV- 
2 infection in asymptomatic individuals using the Panbio 
COVID- 19 antigen rapid test (Abbott) compared with RT-  
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Table 3. Results of the Panbio™ COVID-19 Ag Rapid Test by RT-PCR Ct value and presence of symptoms. 
 

Panbio™ COVID-19 Ag Rapid Test results by viral load (Ct value) independent of symptoms 

 
RT-PCR Positive 

Ct ≤ 33 Ct > 33 

Panbio™ COVID-19 Ag Rapid Test Positive 14 7 

Panbio™ COVID-19 Ag Rapid Test Negative 14 17 

Total 28 24 

Panbio™ COVID-19 Ag Rapid Test results by viral load (Ct value) in the presence of symptoms 

 
RT-PCR Positive 

Ct ≤ 33 Ct > 33 

Panbio™ COVID-19 Ag Rapid Test Positive 9 4 

Panbio™ COVID-19 Ag Rapid Test Negative 7 6 

Total 16 10 

Panbio™ COVID-19 Ag Rapid Test results by Ct value in patients with a symptom onset time of 1 to 7 days 

 
RT-PCR Positive 

Ct ≤ 33 Ct > 33 

Panbio™ COVID-19 Ag Rapid Test Positive 8 1 

Panbio™ COVID-19 Ag Rapid Test Negative 2 0 

Total 10 1 

Panbio™ COVID-19 Ag Rapid Test results by Ct value in patients with a symptom onset time of 1 to 5 days 

 
RT-PCR Positive 

Ct ≤ 33 Ct > 33 

Panbio™ COVID-19 Ag Rapid Test Positive 7 0 

Panbio™ COVID-19 Ag Rapid Test Negative 1 0 

Total 8 0 
 

Ct=Cycle Threshold. 
                      Source: Authors 
 
 
 
PCR,  showed the sensitivity of Panbio ranged from 80.0 
to 86.67% and specificity from 99.53 to 100% (Winkel et 
al., 2021). Also, in asymptomatic Canadians, an 
evaluation of the Abbott PanbioTM COVID-19 Ag rapid 
antigen test showed a low sensitivity (54.5%), but it 
allowed for faster identification of infected individuals 
(Shaw et al., 2021).  

In contrast, the Panbio COVID- 19 test displays low 
sensitivity (35 to 50%) in asymptomatic close contacts of 
COVID-19 patients (Torres et al., 2021).  Also, clinical 
performance of the Panbio COVID- 19 test depends on 
the nature of the sample. Collection of throat (sensitivity 
57.7%) and saliva (sensitivity 2.6%) was stopped early 
due to poorer. 

Nasopharyngeal swab was the best one (sensitivity 
87.7%). The Panbio COVID- 19 test is suitable for 
patients presenting within 7 days of symptom onset using 
nasopharyngeal swabs. Throat and saliva swabs are not 
reliable specimens for the Panbio COVID- 19 test (Stokes 
et al., 2021). Sensitivity for samples within the first 5 days 
after the onset of symptoms was 91.3 % for the Panbio 
COVID- 19 test (Pérez-García et al., 2021). Also, (Merino 
et al., 2021) found in patients with threshold cycle  (CT) < 

25 a sensitivity was 99.5% and in participants with  
symptoms onset ≤5 days, it was 91.8%. Thus, the 
Panbio™ COVID-19 test could be easily recommended 
for early symptom detection (≤5 days).  

In our study, the Kappa concordance between the 
Panbio™ COVID-19 Ag Rapid Test and RT-PCR is highly 
variable depending on the type of subject tested. Indeed, 
the best concordances between the antigenic RDT and 
RT-PCR are respectively observed in patients with 
symptoms dating from 1 to 5 days (0.91), and 01 to 07 
days (0.76). This agreement is 0.37 among patients with 
a delay in the onset of symptoms of more than 07 days, 
and 0.57 among asymptomatic patients.  

These results show that the use of the Panbio™ 
COVID-19 Ag Rapid in asymptomatic patients or beyond 
the first 07 days of symptom onset significantly reduces 
the diagnostic sensitivity of the test. Indeed, this 
sensitivity is 29.63% among patients with asymptomatic 
COVID-19 disease and 40.0% when the time to symptom 
onset is beyond 07 days. This seems logical especially 
since the SARS-CoV-2 viral load is generally at a low 
level among asymptomatic patients, as well as among 
patients  with  symptoms  dating  back  more than 7 days,  
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Table 4. Performance of the Panbio™ COVID-19 Ag Rapid Test compared to RT-PCR. 
 

all  patients 
Symptomatic 

patients 
Symptom onset time of  

1-5 days 
Symptom onset time of 

1-7 days 
symptom onset time  

more than 7 days 
Asymptomatic 

patients 

PARAMETER % 95%CI % 95%CI % 95%CI % 95%CI % 95%CI % 95%CI 

Sensitivity 40.38 28.16- 53.93 52.0 33.5- 69.97 87.5 52.91- 97.76 81.82 52.3- 94.86 40.0 11.76- 76.93 29.63 15.85- 48.48 

Specificity 96.76 93.46- 98.42 97.3 90.67- 99.26 100 84.54- 100 94.44 81.86- 98.46 100 51.01- 100 96.4 91.86-98.45 

Positive predictive value 75.0 56.64- 87.32 86.67 62.12- 96.26 100 64.57- 100 81.82 52.3- 94.86 100 34.24- 100 61.54 35.52- 82.29 

Negative predictive value 87.08 82.25- 90.75 85.71 76.67- 91.64 95.45 78.2- 99.19 94.44 81.86- 98.46 57.14 25.05- 84.18 87.58 81.42- 91.9 

Accuracy of diagnosis 85.82 81.14- 89.49 85.86 77.65- 91.39 96.55 82.82- 99.39 91.49 80.07- 96.64 66.67 35.42- 87.94 85.54 79.39- 90.09 

Likelihood ratio of positive test 12.46 8.206 - 18.92 19.24 6.283 - 58.92 -- -- 14.73 5.266 - 41.19 -- -- 8.237 3.11 - 21.81 

Likelihood ratio of negative test 0.62 0.58 - 0.66 0.49 0.42 - 0.58 0.125 0.02 - 0.89 0.19 0.07 - 0.51 0.6 0.31 - 1.15 0.73 0.66 - 0.81 

unweighted Cohen's kappa coefficient 0.45 0.34 - 0.56 0.57 0.38 - 0.75 0.91 0.55 - 1.27 0.76 0.48 - 1.05 0.37 -0.14 - 0.88 0.33 0.19 - 0.47 
 

Source: Authors 
 
 
 
Table 5. Performance of the Panbio™ COVID-19 Ag Rapid Test versus RT-PCR by Ct value. 
 

All patients Symptomatic patients Ssymptom onset time of 1-7 days Ssymptom onset time of  1-5 days 

 Ct ≤ 33 Ct >33 Ct ≤ 33 Ct >33 Ct ≤ 33 Ct >33 Ct ≤ 33 Ct >33 

PARAMETER % 95%CI % 95%CI % 95%CI % 95%CI % 95%CI % 95%CI % 95%CI % 95%CI 

Sensitivity 50.0 32.63-67.37 29.17 14.91-49.17 56.25 33.18-76.9 40 16.82-68.73 80 49.02-94.33 100 20.65-100 87.5 52.91-97.76 - - 
                 

Specificity                 

Positive predictive value 66.67 45.37-82.81 100 64.57-100 100 70.08-100 100 51.01-100 100 67.56-100 100 20.65-100 100 64.57-100 - - 

Negative predictive value -  -  -  -  -  -  -  - - 

Accuracy of diagnosis 59.62 46.07-71.84 29.17 14.91-49.17 56.25 33.18-76.9 40 16.82-68.73 80 49.02-94.33 100 20.65-100 87.5 52.91-97.76 - - 
 

Source: Authors 

 
 
 
taking into account the kinetics of antigens in the 
infected subject (Loho and Widodo, 2021; Thakur 
et al., 2021; Zhang and Guo, 2020). Therefore, it 
is not advisable to use the antigen test alone in 
the detection of COVID-19 disease among 
asymptomatic patients, especially when with a low 
viral load (Ct>33) or in the diagnosis of patients 
consulting more than 07 days after the onset of 
symptoms.   This   confirms   the    manufacturer's 

recommendation that Panbio antigen is indicated 
for use among symptomatic patients with less 
than seven days of symptom onset.  

According to (Nsoga et al., 2021), a presumed 
cut-off for infectious virus was Ct ≤26.7 
corresponding ≥ 1E6 SARS-CoV-2 genomes 
copies/mL. Indeed, for samples with Ct ≤ 25, 
sensitivity was 96.4 % for Panbio test and with 
Ct>25, sensitivity was 24.4 %. The Panbio COVID-

19 Ag showed excellent performance and 
agreement results for samples with high viral 
loads (Ct ≤ 25) or samples taken within the first 5 
days after the onset of symptoms (Pérez-García 
et al., 2021). Aslo, (Nordgren et al., 2021) found 
that The Panbio COVID-19 Ag test had high 
sensitivity for samples with Ct-values <25 (>88%) 
and no sample with a Ct-value >27 was shown to 
contain  infectious virus with Panbio COVID-19 Ag 



 
 
 
 
test.in conclusion, the Panbio COVID-19 Ag test performs 
well clinically, with even more reliable results for patients 
with a shorter clinical course of the disease or a higher 
viral load (Merino et al., 2021). 

This study is not without its limitations, among which 
we could mention the low number of positive cases, with 
the consequence of widening the confidence intervals of 
the different estimated parameters. Despite these 
difficulties and limitations, the study was able to provide 
useful information for assessing the performance of the 
test evaluated, which could guide its use in the local 
context.  
 
 
Conclusion 
 
In conclusion, the Panbio™ COVID-19 Ag Rapid Test 
showed good performance in detecting COVID-19 cases 
in patients with a symptom onset time of fewer than 
seven (7) days. This performance is even better when 
this delay is reduced to fewer than 5 days. The results 
show that the antigenic RDT is not suitable for the 
detection of COVID-19 in asymptomatic patients such as 
travelers, or patients with a delay of more than 7 days 
since the onset of suspected symptoms.  
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